Continuous measurement of the oxygen tension in blood. A comparative study in the dog.
An equipment constructed by the International Biophysics Corporation, the Differential Oxygen Analyzer, which was designed for continuous recording of the oxygen tension in the blood, particularly during extracorporeal circulation, was tested. It proved to react rather slowly to changes in the PO2 and the magnitude of the error of the single measurements is far too high at the present stage of development.